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OFF-ON switch: The OFF-ON switch controls the power to the circuitin the Field 
Litfect Meter, Inthe OFF position, the batlery is disconnected from the cirenit 
and the meter is off. Inthe ONposition, the battery voltage is applied to the circuit 
and the meter is ready to go. A redflag appears in the switchopening to indicate 
when the Field Effect Meter is on. When measuring current, the OFF-ON switch 
may be left in the OFF position as no battery power is needed, 


ZERO ADJ]: The ZERO ADJ is used to position the pointer of the meter over the 
zero on the extreme left of the meter scale or to position the pointer un the center 
zero when using the zero center ranges of the Field Effect Meter. 


OHMS ADJ: The OHMS ADJ is the same as that found on most meters, Prior to 
measuring resistance, the test leads are shorted tagether and the OHMS ADj is 
rotated for a full scale deflection (zero ohms) as read on the ohms scale of the 


meter, 


FUNCTION SWITCH: The FUNCTION switch selects the type of measurement to be 
preformed, Minusor Plus DC Volts or MA, AC voltsor OHMS and the BATT, CHK. 


RANGE SWITCII: The RANGE switch selects the desired range of cuxrent, voltage, 
or resistance to he measured. . 


SHIELDED LEAD ON THE FEL4 & FEL6 


The Sencore Field Effect Meters are equipped with a shielded lead on the positive 
input lead so that accurate AC measurements can be made in the presence of 
strong electrostatic and magnetic fields, ‘Whe shield, which is also effective on 
high ohms ranges, is only connected when using the AG Volts/Ohms functions ang 
is disconnected when making DC measurements to prevent capacitive loading of 
the circuit being measured. 


Test lead connections to the FE14 or FE16 are made through the red and black 
banana jacks. The shield connects through a small pin jack (plainly marked) so 
that it cannot be mistakenly used as one of the test lead connections. 


OPERATING THE FEL4 and TE16 


The Sencore Field Effect Meters are simple and easy to operate. Set the Function 
switch tothe desired test tobe preformed, the RANGE switch tothe desired range, 
connect the leads and read the results onthe meter. Here is abrief description of 
how each test is performed. 


READING DC VOLTS: To read DC volts, the Function switchis set to either plus 
or minus RCV/MA. The Range switch i's set to the desired range of voltage from 
one volt to 1000 volts full scale. If the volrage to be measured is unknown, start 
with the highest range and work down until the voltage can be measured. Connect 
the leads to the circuit and read the results onthe meter. When measuring voltage 
in RE-IF circuits, a 100K isolation resistor at the end of the red test lead will 
reduce capacitive effects without effecting accuracy of readings. 


The DC voltage is readon the two black scales justabove the mirror onthe meter. 
The top DC scale is from zero to 1.0 volts and each mark is equal to .02 volts. 
The bottom scale is zero to 3,0 volts andeach markis equal to .ivolts. Thezero 
to 1.0 scale is used for the 1, 10, 100, and 1000 volt ranges and the zero to 3.0 
scale is used for the 3, 30, and 300 vole ranges. In use the meter indication is 
multiplied by 10, 100, or 1000 depending upon the range. For example, if the 
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range switch is onthe 10 vole range and the meter reads . 42 volts, the actual vol- 
tage is .42 times 10 or 4.2 volts DC, 


READING AC VOLTS: Toread AC volts, the Function switch is set to the ACV/OLIMS 
position and the Range switch to the desired range. For RM§ voltages the two 
black scales marked AC (RMS) are used. For peak to peak voltages, the two red 
scales directly below the AC (RMS) scales are used. The readings are multiplied 
in the same way as with the DC scales, to obtain the actual voltage present. On 
the zero to 1,0 AC (RMS) scale, each mark is ,02 voltgand on the zeroto 3.0 volts 
scale, each markis.1 volts. On the zero to 2.8 volts AC (P-P) scale, each mark 
is .1 volts and on the zero to 8.4 volts scale, each mark is . 2 volts. 


READING DC VOLTS ZERO CENTER SCALE: The zero center scales are used to 
read plus or minus voltages without the necessity of changing polarity with the 
leads or Function switch. To use the zero center scales, set the Function switch 
to plus DCV/MA position and adjust the ZERO ADJ until the meter reads at the 
zero mark in the center of the scale. This gives ranges of plus or minus .5 volts 
(top scale) or plus or minus 1.5 volts (bottom scale) times 10, 100, or 1000 de- 
pending uponthe setting of the range switch, If the range switch is in the 300 volt 
position, the zero to 1,5 volts scale is used and becomes zero to 150 volts plus or 
minus. If the meter swings up scale or to the right, it is a positive voltage, If 
the meter swings down scale or to the left, it is a negetive voltage. This unique 
feature allaws you to determine the polarity as well as the amplitude of a DC vol- 
tage and is very handy in solid state servicing, 


READING OHMS: To read resistance, set the Function switch to ACV/OHMS and 
the Range switch to the desired range of resistance to he read. After checking to 
see that the meter is "zeroed" atthe leftedge of the scale, short the leads together 
and adjust the OHMS ADJ control for full scale deflection of the meter, Unshort 
the leads and be sure that the meter returns to the extreme leftof the scale. Place 
the unknown resistance between the two leads and read the resistance onthe OLi1s 
scale (top red scale on meter). Multiply the reading on the meter by the range 
used. For example, if the meter read 15 and the range switch was set ou RXLOO, 
the actual resistance would be 15 times 100 or 1500 ohms, CAUTION: When mak- 
ing ohms measurements, be sure that the power to the circuit is turned off. ‘The 
application of excessive voltages to the RX1, RX10, and RX1OO ohms ranges can 
damage the internal standard resistor of the Field Effect Meter. 


MEASURING DC CURRENT: To measure DC current, the Function switch is set 
to either the plus or minus DCV/MA position and the Range switch to the desired 
range of current. The power to the Ficld Effect Meter does not have to be turned 
onand may be left off to conserve on battery life if you so desire. Connect the 
jeads in series and read the resultant current on the meter. The Oto 1.0 D0 
VOLTS (MA) scale is usedon all currentmeasurements. Ifthe meter reads back- 
wards, indicating that the leads are reversed, simply change the polarity with the 
Function switch to the opposite polarity and the meter will read up scale. 


MEASURING HIGH VOLTAGE WITH THE [E14 AND FE16 


CAUTION: High voltage is dangeruus and caution should be observed when meg- 
suring high voltages. Be sure that the ground lead from the Field Effect Meter is 
connected to the ground on the unit. If the ground lead is not connected, you 4fe 
moercly extending the high voltage closer to you. Stand away from the unit you ace 
measuring and keep one hand in your pocket as a safety measure. High voltage In 
color TV is especially dangerous because it can go as high as 30,000 volts and is 
regulated. If you should come across it, it will not load down. 
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The 39A19 High Voltage Probe is an optional assessory, used to extend the DC 
range of the Field Effect Meter to 30,000 voits, It contains a 1,485 megohm 2% 
resistor to give a 100X multiplier for any range of the Field Effect Meter. The 
special ranges of 3KV for boost voltages, LOKV for focus and 30KV for high vol- 
tage are marked right on the front panel, Do not measure voltages higher than 
30KV with the 39A19 high voltage probe, as the maximum rating of the resistor 


is 30KV. 


To use the High Voltage Probe, simply plug the test lead into the red jack of the 
Field Effect Meter and connect the black lead from the black jack to ground. Set 
the function switch to + DCV/MA (-DCV/MA if you are measuring a negative vol- 
tage) and the range switch to the 3KV, 10KV, or 30KV position depending upon the 


voltage to be measured. 


To read the actual voltage, multiply the readings on the 3 volt scale by 1000 for 
the 3KV position, the | volt scale by 10, 000 for the 1OKV position, and the 3 volt 


scale by 10,000 for the 30KV position, 
so be used to measure voltages of 100, 300, and 1000 


0 megohms. To obtain this high input im- 
3, or 10 voltrange and measure the voltage 


The High Voltage Probe can al 
volts MC with an input impedance of 1, 5! 
pedance, set the range switch to the 1, 
using the 39A19 High Volrage Probe. 


GHECKING THE BATTERIES OF THE FEL4 AND FEL6 


The 9 voit transistor battery used in the Field Effect Meter can readily be check- 
ed using the BATT. CHK. position of the function switch. The range switch may 
be in any position and will not effect the reading of the battery condition. If the 
meter reads in the green area or BATT GOOD section of the meter (lower right 
hand corner) the battery is good and the readings taken with the Field Effect Meter 
will be accurate. If the meter reads below the green area, the battery should be 
replaced, The ohms battery can also be checked easily by using the same scale 
on the Field Effect Meter. Set the switch to ACV-OLMS and the Range switch to 
Rx10, Adjust the meter for zero indication on the left edge of the scale with the 
ZERO ADJ control. Short the leads together and set the OHMS ADJ for full scale 
meter indication, Without unshorting the leads, switch the RANGE switch to RXI. 
if the meter reads in the green area or BATT GOOD (lower right hand corner) the 
ohms battery is good, Ifit reads belowthis, the ohms battery should be replaced. 


MEASURING HIGH DC CURRENT 


Upto 10 amps of DC current can be measured with the Field Effect Meter adaptor 
below. Use a double 3/4 inch banana plug and two feet of number 20 copper wire 
to formthe shunt. The leads carrying the*current tothe shunt should be a number 


14 or heavier with heavy clips to connect into the circuit, 


FIGURE 1 


To use the 10 amp adaptor, plug it into the jacks on the Fieid Effect Meter. Set 
the range switch to the 100 microamp position and the Function switch to plus 
DCV/MA. The Field Effect Meter does uot need to be turned on for current measure- 
ments. Multiply the readings on the 0 - 1 DC volts scale by 10 to get the current 
in amps. If the meter reads backwards, reverse the polarity by switching the 
minus DOV/MA position. 5 


Double 3/4" Banana plug Mfg. Mfg, part number 


&. F. Johnson Type 108 
General Radio 274-MB 
National FWT 


Pomona MDP- AMDP-ST 


MASURING AC CURRENT WITH THE FE]4 AND FE16 


The Field Effect Meter can be used to measure AC current with the circuit shown 
below. The resistor or resistors are placed in series with the AC source gning 
toa the device under test. The AC voltage drop across the resistor is measured 
and can be converted directly into AC amps. This adaptor may be built in a box 
with a switch to facilitate the switching. The resistors used are all one ohm of at 
leastone watt. The Ohmite 995 series of 1 1/2 watt wirewound are ideal for this. 
A standard one watt carbon resistor will also work. If the unit is to be used for 
an extended period of time and is enclosed in a box, it is a good idea to use a two 
watt carbon in place of the one watt carbon resistor. 
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FIGURE 2 


When measuring from zero to on¢ amp, the one ohm resistor is used and the 
Function switchis set on ACV/OHMS and the Range switch to the one volt position. 
To measure three amps of AC current, threeresistorsare placedinparallel. The 
Range switch remains onthe one voltrange, but the three volt scale is read directly 
inamps. A 10 amp range can also be made by paralleling 10 one olim resistors 
and using the one volt scale, multiply your readings by 10. 
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, MEASURING EXTREMELY SMALL CURRENTS WITH THE FE14 AND FE16 


Very small currents nanoamps (,001 ua) may be measured using the Field Hifect 
Meter in conjunction with a 3 volt battery. 


Leakage currents of transistors and diodes and leakage currents through paper or 
electrolytic capacitors can be measured. 


To make nanoamps measurements set the Function Switch to +DCV/ma and Range 
Switch to 3 volts. Counect the 3 volt battery across the input terminals; meter 
should read full scale or slightly higher. Connect transistor diode or capacitor 
between one battery terminal and the Field Effect Meter input. Observe polarity 
when connecting to device to obtain an accurate indication, Read current on ma 
scale and multiply reading by 200. Current measured will be in nanoamps. For 
example; 

a germanium diode leakage indication is .98 ma. .98 x 200 = 196 nanoamps 

a silicon diode leakage indication is .1 ma. . 1x 200 = 20 nanoamps 


OVERLOAD PROTECTION ON THE FE14 AND FE16 
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The circuits and meter of the Field Effect Meters are protected from accidental 
overloads and application’of excessive voltages. <A silicondiode protects the tran- 
sistors and circuit framdamage. The meter is protected by two diodes and a re- 
sistor. The diades shunt excessive current around the meter. If the current is 
excessivly high or is applied for too long a period of time, the fuse resistor R24 
will burn out protecting the meter and diodes. When this resistor is open, the 
current and ohms function of the Field Effect Meters will be inaperative, but the 
meter can still be used to measure voltage. R24 is a standard 100 ohm, 1/2 watt, 
10% resistor, located on the Range switch, and is readily accessable when the 
meter is removed from the case. 


DISASSEMBLY INSTRUCTIONS 


‘The Field Effect Meter does not have to be taken apart to replace the batteries. 
The door on the back of the Field Effect Meter gives access to the batteries and 
battery clips for ease of replacement, [If the Field Effect Meter must be serviced 
or calibrated, the batrery door must first be removed. Thenthe two screws hold- 
ing the front panel to the case are removed. This allows the front pancl to be 
lifted out for service. To separate the front panel fromthe case, the battery door 
with the batteries must be passed through the hole in the back of the case, 


BATTERY REPLACEMENT: To replace the batteries in the Field Effect Meter, 
remove the screw holding the battery plate in the back of the instrument. The 
battery plate will slip out exposing the batteries in the clips on the plate, 


The 9 volt battery can be replaced by any standard 9 volt transistor battery. An 
Eveready type #222 or equivelent is recommended as it will give longer battery 
life. The 1.5 volt "C" cell can be replaced by any standard "C" cell. One of the 
many long life types will provide longer life in use. To conserve on battery life, 
the Field Effece Meter should be turned off when not in use or when measuring 
current. The 9 voit battery is usedonly whenthe Field Effect Meter is measuring 
AC and DC volts and resistance. 


CALIBRATING THE FE14 AND FE16 


The Field Effect Meter may be recalibrated easily and quickly if it becomes ne- 
cessary by simply removing the battery plate. This will expose the controls on 
the printed board. Figure three shows the location of these controls. The 9 volt 
battery should be replaced with afresh one if the Field Effect Meter isto be corm- 
pletely recalibrated. The DC BAL and the meter mechanical zero must be check- 
ed and readjusted if necessary before recalibrating the unit. 


1, Set the front panel ZERO ADJ to the mechanical center of its rotation, the 
Range switch to the 1000 volt position, and turn the Field Effect Meter on. 


2. With che Function switch in the plus DCV/MA position, adjust the DC BAL for 
a zero meter indication. Switch to minus DCV/MA. If the meter pointer moves, 
recheck and reset the meter mechanical zero with the Field Effect Meter turned 
off. Recheck the DC BAL for a zero meter indication. 


3. Setthe Range switch toche 1 volt position and the Function switch to ACV/OHMS. 
Apply a known | volt AC RMS voltage and adjust the AC CAL for full scale meter 
deflection. Remove your hand from the AC CAL pot tobe sure youare not picking 
up any stray AC and adding it to the calibration of the Field Effect Meter. If an 
accurate source of AC is notavailable, the AC line maybe used. Inthis case, sct 
the Range switch to the 300 volt position and adjust the AC CAL control to read 
the line voltage. This will normally be 115 to 117 volts. 
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FIGURE 3 


4. DC calibration is achived by setting the Function switch to plus DCV/MA and 
the Range switch tothe 1 voltposition, Apply a known 1 volt DC source and adjust 
the DC CAL for a full scale deflection on the meter, A 1.5 volt battery may alsa 
be used to calibrate the Field Effect Meter. Set the Range switch to the 3 vol 
position and adjust the meter to indicate 1.55 volts which is the normal voltage 
from a new 1.5 volt battery. A more accurate calibration may be achived witha 
mercury battery as its voltage is more constant and has closer tolerance, 
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CIRCUIT DESCRIPTION: 


The Sencore f'b14 and FEL6 Field Effect Meters uses a balanced differential am- 
plifier with field effect transistors (FET) to provide the utmost intest meters - the 
tlexability and portability of a VOM with all the advantages of a VTVM, high input 
impedance, peak to peak AC etc. 


Field effect transistors make this possible, because even though they are "solid 
state" they perform like a vacuum tube, The gate (grid) controls the current flow 
between the source (cathode) and drain (plate) by the effect of the electrostatic 
field between the gate and the source (bias). ‘There isn't any gate current flow 
therefore the input impedance is extremely high. Since the FET does not have a 
cathode to "wear out the Field Effect Meter is more stable and less subject to 
change than the conventional VIVM, 


TRL and TR2 (see schematic fig. 4) fortn the differential amplifier used for DC 
volts and Ohms measurements, With no voltage applicd to the input of TR1i, the 


ZERO ADJ control (R31) is set so that the voltages developed across source re-, 


sistors R14 and R22 are equal, such that no current will flow thruthe meter.’ The 
DC BAL control (R29) is an internal adjustment that performs the game as the 
ZERO ADJ control. It is used to compensate for component tolerances. Whena 
DC valtage is applied to the input of TR1 the balance between TRL and TR2 is upset 
and the meter willindicate in proportion to the voltage applied. Seven DC and AC 
ranges are provided with the input divider Ri thru R8, Capacitors C2 thru C8 
compensate thedivider for AC voltages. The DC:CAL control (R15) is an internal 
adjustment used to calibrate the meter when a known DC voltage is applied to the 
input. When a very high voltage is applied to the gate of TRL (Range switch set 
incorrectly) diode CR7 will conduct and keep the voltage applied to TRL toa safe 
level to prevent destruction of the transistor, 


Ohms measurements are made by forming a voltage divider with the unknown re- 

. Sistor and a known resistor - R9 for RX] range, R10 far RX1O range ete. - and 
reading the voltage that is developed across the known resistor. Initially with the 
unknown resistor zero (leads shorted together) the OHMS ADJ control (R23) is set 
so that the meter reads at full scale with fullpotential trom BL applied to TRI, As 
external resistance is placed between the leads the meter willindicate proportion- 
ately lower. The meter is calibrated in ohms on the top scale. 


Por AC voltage measurements the AC voltage is applied to TR1 thrudivider R2-R8 
as with DC volts. The output of TR1 is fed to a peak to peak detector consisting 
of C10, C11, CRI and CR2, The DG output is fed to TR2 thru divider R25, R26, 
R27 andCR6, The meter is inthe source circuitof TR2. ‘The DC voltage cleveloped 
in the source of TR2, and consequently the meter indication is proportional to the 
peak to peak AC applied to TRI. Diodes CRS and CR6 compensate for changes in 
temperature so that meter indications remain accurate over a wide temperature 
range, 


DC current measurements are mace using the meter and shunt resistors R16 thru 
R19. Thetransistors and associated circuitry are notused, Onthe 100 microamp 
range the meter is connected directly into the circuit. 


Diodes CR3 and CR4 protect the meter mavement from excessive overloads up to 
several amps. The diodes are protected with resistor R24 which will burn out 
when the maximum current rating of the diodes is exceeded, R24 is a standard 
100 chm 1/2 watt resistor. 
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FIELD EFFECT METER TROUBLE CHART 


Symptom Probable Cause Corrective Measure 
Defective 9V battery (B2) Replace battery 

Poor battery contact Check battery contacts 
Broken red wire at ON OFF Check wiring to switch 
switch ($3) or at PC board and to PC board 

Broken black wire from Check black wire 
battery to PC board 

Defective Meter Replace Meter 

Shorted Diode CR3 or CR4_ Replace defective diode 
VOL-/TS measurements ok; Burnt out fuse resistor R24 Replace R24, 100 ohms 
but no indication on OHMS 1/2 w Loy, 

and MILLIAMPS functions 
Cannot zero meter 


Umit dead, meter 
does not read at all 


Function and range Reset switches ta correct 


switches in current positions 

positions, 

Poor contact at or/open Resolder contact and 

resistor R32 change resistor if ne- 
cessary 

Broken wire to zero adj Check wire ta zero adj 

control control. 


Replace transistors and 
recalibrate unit. 
Replace resistor 


Transistors burnt out 


RX Function in Ohms Burnt out resistor RY 


measurement does nor 


work. 
RRO Function in Ohms Burnt out resistor RIO Replace resistor 


measurement does not 


work. 
1 ma function only in Burnt out resistor R16 Replace resistor 


current measurements 
does not work. 

10 ma function only in Burnt out resistor RI? Replace resistor 
current measurements 


does not work, - _ 
Cannot adjust Om zero Blue wire to ohms zero Check for broken wire 


toa broken . 
Poor contact at battery Bl Check for poor contacts 


Broken wire to battery Check wiring 
contact 
Weak battery Bl 


Replace with 1.5 vole 
"C™ cell. 
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